[Evaluation of sanitary-and-epidemiological safety of medical wares].
The medical personnel operating currently available medical equipment can be exposed to physical factors. To prevent the adverse consequences of these exposures, medical equipment undergoes sanitary-and-epidemiological examination, resulting in the drawing up of a sanitary-and-epidemiological report. For regulation of this procedure, a management directive has been worked out, which determines an examination procedure, a hygienic classification of medical equipment, allowable values for controlled safety indices during operation, etc. Introduction of the directive makes it possible to upgrade the quality of sanitary-and-epidemiological equipment audit, to improve working conditions, and to keep health in the personnel operating the present-day high-technology equipment.